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FINAL REPORT N" AG-2023-R-0037 EN

I NTERLABORATORY COM PARISON RESU LTS

PT2023 018 - L7043T 07 AG

for temperature meter of environmental conditions in the air

1. REFERENCE LABORATORY

Accredited according to ISO / IEC 11025:2017 by PJLA ILAC-MRA Signatory Certificate n" 120-291-Rl Accreditation n" 108949

AG Metrology S.r.l.

Strada San Faustino, 155/N

41124 Modena - ltaly

2. DATE OF INTERCOMPARISON

Accreditation # 108949
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The measurements for this intercomparison were carried out in the period from 04-2023 to 05-2023 with 3 participating laboratories,

who performed measurements on the traveling sample Rotronic HygroPalm HP32 sn 52LL461".The reference laboratory specified above,

accredited according to ISO IEC !7025;2017 by PJLA ILAC-MRA Signatory Certificate n" 120-291-R1 Accreditation n" 108949, performed

measurements before first participanting laboratory and after last participanting laboratory.

3. CON FIDENTINUTY STATEMENT

AG Metrology keeps all data regarding the performance of individual participants, or groups of participants, strictly confidential. Data is

accordingly protected and stored in areas on networks with restricted access. The relationship between results and the laboratories that

submitted them will never be disclosed. Only the laboratory is granted access to its performance through the assigned code number.
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The evaluation reports of AG Metrology's proficiency testing schemes are provided for the purpose of communicating the proficiency

demonstrated by participants on specific calibrations. The reports are intended to be used in support of demonstrating competence in

calibration, fulfilling quality control requirements as stipulated in written standards on showing such competence, and claims of
calibration and measurement capabilities.
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We welcome your questions, complaints and suggestions for improvement of this test and our operations in general
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